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Packing list 

Included with the runDOC gel documentation system: 

Instructions for use 



 

-1x Canon 1300D Digital Camera 

-1x Lens Adaptor 

-1x runDOC yellow filter 

-1x runDOC orange filter 

-1x Dark Room with Extractor Fan and Cable 

-1x USB Lead 

-1x 8GB SD card 

-1x SD Card reader 

-1x runDOC Instruction Manual 

 

Warning  

The runDOC gel documentation system has been thoroughly tested and found 

to comply within the limits of CE regulation. This system is RoHS compliant to 

meet current environmental directives. These directives are designed to 

provide reasonable protection against harmful interference when the 

equipment is operated in a commercial environment. This equipment 

generates, uses, and can radiate radio frequency energy, and if not installed 

and used in accordance with the instruction manual, may cause harmful 

interference to radio communications. Operation of this equipment in a 

residential area may cause harmful interference in which case the user will be 

required to correct the interference at their expense. Changes or modifications 

not expressly approved by the party responsible for compliance could void the 

user’s authority to operate the equipment. Accordingly, this unit must only be 

operated by fully qualified personnel adhering to the guidelines laid out within 

this instruction manual. Although this unit is equipped with all necessary safety 

features against abuse and accidental failure, caution should always be 

exercised when working with electrical equipment. Any individual intending to 

use this instrument should read the entire manual thoroughly before operation. 

1. Read the instruction manual thoroughly before use. 

2. Never touch the power outlets with any conductive object  

(e.g. naked metal wire) other than properly insulated power supply cables. 

3. Do not spill liquid or insert metal objects inside the power supply. 

4. Never block the ventilation holes or place the unit in any enclosure unless 

there is adequate ventilation; never expose the power supply to a direct 

heat source. 

 

5. Never touch any part of the power supply assembly (i.e. power supply, 

cables or electrophoresis tank) before switching OFF the power supply. 

6. Never manipulate with wet hands. 

7. Do not connect to ground any of the power outputs or the buffer within the 

electrophoresis tank; the power outputs should be only connected to an 



 

insulated electrophoresis tank equipped with a safety cover. 

8. Do not connect any power supplies in series or in parallel. 

9. Never open the back plate nor remove the cover, otherwise an electric 

shock may result. Repairs should only be made by the manufacturer or a 

service technician authorized by the manufacturer. 

10. Never use this power supply if the safety cover is not in position correctly. 

11. Do not use the unit if there is any sign of damage to the external tank or 

cover. Contact the manufacturer or supplier immediately to replace or 

repair any damaged parts. 

12. Never use the power supply in the presence of flammable or combustible 

material as fire or explosion may result.   

13. Ensure that the power supply is only connected to an earthed power line.  

Do not cut and splice the power line. When removing the power cord from 

the wall, unplug it by holding the plug attachment and not by pulling the 

cord. Do not hold the plug with wet hands or gloves. 

Environmental Conditions  

This unit may only be installed and operated only under the following 

environmental conditions: 

1. For indoor use only 

2. Relative humidity: ≤95%  

3. Atmospheric pressure: 75 kPa – 106 kPa  

4. Altitude: ≤2000 metres  

5. Operating temperature: ambient to 40°C 

6. Pollution degree: 2 

7. Mains supply voltage fluctuations up to ±10% of the normal voltage 

 

This apparatus is rated POLLUTION DEGREE 2 in accordance with IEC 664. 

POLLUTION DEGREE 2, states that: “Normally only non-conductive pollution 

occurs.  Occasionally, however, a temporary conductivity caused by 

condensation must be expected”. 

 

 

 

 

  

Care and Maintenance 

 

The units should only be cleaned with the following: 

- A damp cloth wet with warm water, containing a low concentration of 

soap or other mild detergent. 

- The units should not be left in detergents for more than 30 minutes.  



 

- The units should never come into contact with the following cleaning 

agents, these will cause irreversible and accumulative damage: 

Acetone, Phenol, Chloroform, Carbon tetrachloride, Methanol, Ethanol, 

Isopropyl alcohol, Alkalis. 

 

Rnase Decontamination 

This can be performed using the following protocol: 

- Clean the units with a mild detergent as described above. 

- Wash with 3% hydrogen peroxide (H2O2) for 10 minutes.  

- Rinsed with 0.1% DEPC- (diethyl pyrocarbonate) treated distilled water,  

- Caution: DEPC is a suspected carcinogen. Always take the necessary 

precautions when using. 

- RNaseZAP™ (Ambion) can also be used. Please consult the 

instructions for use with acrylic gel tanks. 

 

Symbols  

  

 

Indicates disposal instruction. 

DO NOT throw this unit into a municipal trash bin when this unit has 

reached the end of its lifetime. To ensure utmost protection of the 

global environment and to minimize pollution, please recycle this unit. 

 

 

Section 1 Introduction 

 

1.1 Overview - runDOC 

runDOC is a portable, light-weight gel documentation system designed for use 

with runVIEW - an innovative new system designed for real-time size 

fractionation and recovery of nucleic acids. runDOC comprises a dark-room 

hood mounted with a 12.1 megapixel compact digital camera to capture 

images of nucleic acid gels stained with EtBr, ROTI®GelStain Red (red 

fluorescence) and ROTI®Load DNAstain, SYBR (green fluorescence).   

The runDOC dark-room may be placed directly over the ROTIPHORESE® 

PROfessional III system located on the base unit of the runVIEW system 

during and after electrophoresis. The runVIEW base unit includes an 

integrated power supply and blue LED gel illuminator. The blue light LED 

illuminator is used as the excitation source for the gel located within the tank.  

Following excitation, the light emitted may be then visualised using either the 



 

runVIEW lid (supplied with runVIEW and recommended for green fluorescence) 

or the red or yellow filters (supplied with runDOC and recommended for red 

and green fluorescence). The runDOC also benefits from a small footprint area 

therefore occupying minimal space within the laboratory. 

 

FEATURES 

 

- Lightweight dark-room hood detaches quickly and easily from 

 electrophoresis gel tank and base unit 

 

- Extractor fan in dark-room hood removes condensation to maintain 

 visualisation and resolution during and after electrophoresis 

 

- The gel tank or UV tray may be placed on the viewing platform for 

 immediate observation of the nucleic acid bands within the gel 

 

- High resolution 12.1-megapixel camera with 4GB memory card for 

 storage of images in RAW JPEG formats 

 

- Interchangeable yellow, orange and runVIEW filters for full flexibility 

 

 

 

Front view 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Camera with optional battery charger cable 

(Art. No. 1392.1) 

 

Lift-on lift-off 

dark room hood 

Camera Holder and emission filter slot 

runVIEW base unit with integrated 

power supply and blue LED illuminator 

(Art. No. 4850.1) 



 

 

 

   Rear view 

 

 

 

 

 

 

Camera Holder and 

emission filter slot 

Handles for lift-on lift-off 

dark-room hood 

Dark-room extractor fan for use 

with emission filter / cable reel 

Inlet port for power supply 

connectors to connect gel tank to 

power supply within base unit 

Outlet port for extractor fan and mains 

power cables from runVIEW base unit 

Camera with optional battery 

charger cable (Art. No. 1392.1) 

  



 

1.2 Overview - runVIEW 

The runVIEW real-time horizontal gel electrophoresis system includes 

everything except chemicals and reagents to run horizontal gels stained with 

fluorescent dyes excitable with blue light: For green fluorescence e.g. 

ROTI®Load DNAstain SYBR® Green (Art. No. 1CN5ff); for red fluorescence 

e.g. ROTI®Gelstain Red (Art. No. 0984) and EtBr. This system combines the 

flexibility and high resolution capability of the ROTIPHORESE® PROfessional 

III system with the time- and space-saving convenience of a power supply and 

gel illuminator integrated within one highly compact bench top unit. For gel 

documentation the runVIEW system may ONLY be used with the runDOC. 

Please contact info@carlroth.de for further information about runVIEW. 

 

FEATURES 

 

- Detachable electrophoresis gel tank and base unit 

 

- special lid with integrated emission filter for blue light and built-in 

extractor fan remove condensation, and maintain visualisation and 

resolution 

 

- Compatible with 15 x 7, 10 and 15 cm gel trays 

 

- The gel tank or UV tray may be placed on the viewing platform for 

immediate observation of the nucleic acid bands within the gel 

 

- Suitable for ROTI®Load DNAstain SYBR® Green, ROTI®GelStain Red 

and EtBr stained gels 

 

- Blue light illuminator provides instant time-saving visualisation of 

DNA/RNA band migration 

 

- No UV safety equipment required for blue light illumination 
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Section 2 Technical Specification 

 

 

 

  

Camera Canon EOS 1300D 

Effective Pixels 

Recording Media 

Approx. 18.0 megapixels 

SD memory card, SDHC memory card, SDXC 

memory card 

Image sensor CMOS sensor 

Image Resolution 720 × 480 up to 5,184 × 3,456 

 
18-55mm f/3.5-5.6 

File Format Design rule for Camera File system, (DCF)2.0  

Focus-Area Selection AF mode and MF mode (manual focus is 

available only when camera is assembled with 

lens) 

AF points 9 points (Cross-type AF sensitive to f/5.6 with 

center AF point) 

Lens Canon EF mount 

Filter (*Ordered Separately) Ethidium Bromide or SYBR Green (58mm) 

Multi-power Source For camera, inner light lamp, TFT screen 

Inner White Light 2 × 3W white light LED 

Safety Door Switch Automatically shut down UV transilluminator, 

while opening the chamber door during 

operation. 

Monitor 8” TFT liquid crystal screen 

Resolution 1924x768 

Luminance 300 cd/m2 

Signal Source 0-0.7Vpp RGB ANALOG, 15 pin D-Sub, AV, 

HDMI 

Dimension (with camera) 290x325x515 mm (WxDxH) 

Dimension (without camera) 290x325x496 mm (WxDxH) 

Rated Voltage 110V – 220V 

Weight Approx. 7.7 kg 

Note:  Please refer to Canon EOS 1300D instruction manual for detailed specifications. 



 

 

Section 3 Installation Instructions

 

Place the runVIEW and runDOC systems on a sturdy and level, dry surface.  

Follow the rest of the installation instructions below to set up the digital camera 

within the runDOC system. The runVIEW system may be set up as described 

in the runVIEW manual. 

 

3.1  Assembly and installation of the digital camera 

Step 1 Assemble the camera and lens adaptor  

Unpack the camera and lens adaptor. Attach the lens adaptor onto the digital 

camera, and then rotate the lens anti-clockwise to fix both parts.  

 

 

 

 

 

1. Press ring release button and lift off      2. Prepare lens adaptor  

  the ring  

 

 

 

 

 

 

 

 

 

 

3. Fix the lens adaptor to camera   



 

 

Step 2 Camera installation 

Carefully place the camera onto the camera holder, aligning the screw hole at the 

bottom of camera with the screw protruding from the holder. Secure the camera by 

tightening the knob on the side of the camera.     

 

 

 

Step 3 Assemble the filter 

runDOC yellow and red filters are provided as standard for visualisation of 

ROTI®Load DNAstain (yellow), SYBR (yellow), ROTI®GelStain Red (orange) and 

EtBr (orange) stained gels. These filters are interchangeable and should only 

be used in lieu of the runVIEW filter lid and not in addition to it. Insert the filter 

into the emission filter slot just below the camera holder. 

 

       

 

 

 

 

  

 

 

runDOC Yellow Emission Filter 

Push emission filter holder into slot as 

shown in the image. The emission filter 

holder will click once it is in the correct 

position.  runDOC Orange Emission Filter 



 

Section 4 Overlook/ Interface Introduction of 1300D Camera 

 

4.1 Camera Set-Up 

 

  
 

 

 

 
 

 

 

 

 

 

 
 

 

 

 

 

 

 

 

 

 



 

 

 

 

 

 

 

 

 

 

 

  

 



 

 

 

 

  



 

4.2 Setting Shutter Speed 

1. Press Live View button to setting screen and then press □,Q button to 

call out the cruiser.  

 
 

 

2. Turn Main Dial located in the front of the camera to adjust the shutter 

speed, or press SET and  to adjust the shutter speed.. 

 
 

 

 

Note: 

1. Shutter speed ranges from 1/4000 to 30”  

2. 2” indicates 2 seconds 

3. Longer time means more amount of light, and vice versa 

 

  

 



 



 

  



 

4.3 Setting Monochrome Picture 

This camera has several modes which could be selected via Mode dial Switch. 

We advise setting M mode if users need to shot black and white photo. 

User could also choose different picture style here if needed. 

 

1. Switch the power button to turn on the camera. 

 

2. Use the Mode Dial to switch to M.  

 

3. Press MENU ( ) to display the menu screen 

4. Under the  2 tab, select “Picture Style” and press “SET” to enter the 

next page 

 

5. Select “Monochrome” then press “SET”  

 

6. Press Live View botton to return imagine shooting mode. 

 

 

 



 

DNA Sample F2.8 

Protein Sample F2.8 

Western Blot F2.8 

Radiographic Film F2.8 

 

 

4.4 Setting Metering Mode 

There are three metering modes:  

 

 

4.5 Setting ISO Speed 

7. ISO value ranges from ISO 80 - 12800, and Auto. 

 
 

8. Raising ISO value will increase the brightness of the fluorescent signal.  

However, the image will get course with increasing ISO value. High ISO 

value should be set only for gels with very weak signal.  

 

 

 

 

 

 



 

4.6 Adjust the focal frame and focus mode 

When zoomed in beyond 5cm-∞ the camera may experience hardship auto 

focusing. It is recommended to switch to manual focus mode in these 

instances to acquire a better image. 

9. Adjust the focal frame accordingly. This needs to be done before adjusting 

and switching to manual focus mode 

10. Settings for manual focus mode. 

 

 

 

 

 

4.7 Sending images to the computer via Wi-Fi 
 

 

 

 

 

 

4.7.1 Check the computer environment 

The camera can connect via Wi-Fi to computers running the following operating 

systems. For detailed system requirements and compatibility information, 

including support in new operating system, please visit the Canon official website. 

 

 
 

  



 

 

4.7.2 Install CameraWindow on the computer 

To save images to the computer wirelessly, users must install 

CameraWindow, which can be acquired from Service & Support page in 

Canon Official Website.  

 

Download the software 

 With a computer connected to the internet, and access 

http://www.canon.com/icpd/. 

 Access the site and select the country or region. 

 Enter “Drivers & Software” page. 

 Input the camera model name: eos1300d 

 

 

 Unfold “Software” and download “CameraWindow”. 

 

http://www.canon.com/icpd/


 

Begin the installation 

 Select the region and country that users live in. 

 Select the language. 

 Follow the instruction to complete the installation. 

 

 
 

 

 

4.7.3 Configure the computer for the Wi-Fi connection  

(Windows only) 

 Confirm that the computer is connected to the access point. 

 Configure the setting by clicking the following order: [Start] menu > [All 

Programs] > [Canon Utilities] > [CameraWindow] > [Wi-fi connection 

setup] 

 Open the application, then follow the on-screen instructions to 

configure the setting.  



 

 

 

The following Windows settings are configured when users run the 

utility in above steps. 

- Turn on media streaming. 

This will enable the camera to see/find the computer to 

access via Wi-Fi. 

- Turn on network discovery. 

This will enable the computer to see/find the camera. 

- Turn on ICMP (Internal Control Message Protocol). 

This allows users to check the network connection status. 

- Enable Universal Plug & Play (UPnP). 

This will enable network devices to detect each other 

automatically. 

 

  



 

4.7.4 Connect via an access point 

Confirm that the Wi-Fi router or base station conforms to the Wi-fi standards 

of PowerShot G16. 

Then confirm the following items for network settings. 

 

 

 

∗ Connection methods vary depending on whether the access point 

supports Wi-Fi Protected Setup (WPS) or not. Refer to the user 

manual provided with your access point to check if it supports WPS. 

  



 

Connect to WPS-compatible access points 

 Confirm that the computer is connected to the access point. 

 Access the WiFi menu on the camera. 

- Turn on the camera and press  button. 

 

- Press  button to access the keyboard, and then enter a 

nickname. Up to 16characters can be used. 

 

- Press  buttons or turn the  dial to choose [OK],  

and then press  button. Then the Wi-Fi menu is displayed. 

 

- Choose the target device, and then press  button. 

- To connect to a computer, choose . 

- Press  buttons or turn the  dial to choose  

[Add a Device], and press  button. 

  



 

- Press  buttons or turn the  dial to choose  

[WPS Connection]. 

 

- Press  buttons or turn the  dial to choose  

[PBC Method]. 

 

∗ If users choose [PIN Method], a PIN code will be displayed on 

the screen. Be sure to set this code in the access point. 

Choose a device in the [Select a Device] screen. 

 

- On the access point, hold down the WPS connection button for a 

few seconds.  

 

- On the camera, press  button. The camera will connect to the 

access point. 

- Press  buttons or turn the  dial to choose the 

computer name, and then press  button. 



 

 

- If the computer is running Windows for the first time, users will 

need to install a driver. When the screen at below is displayed on 

the camera, click the Start menu on the computer, then click 

[Control Panel], and click [Add a device].  

 

Double-click the connected camera icon to install the driver. After 

driver installation is complete, and the camera and computer 

connection is enabled, the AutoPlay screen will be displayed. 

Nothing will be displayed on the camera screen. 

*If users use Macinstosh computer, please skip this step. 

 

  



 

 

Connect to access points in the list 

 Confirm that the computer is connected to the access point. 

 Access the WiFi menu on the camera. 

- Turn on the camera and press  button. 

 

- Press  button to access the keyboard, and then enter a 

nickname. Up to 16characters can be used. 

 

- Press  buttons or turn the  dial to choose [OK], and 

then press  button. Then the Wi-Fi menu is displayed. 

 

- Choose the target device, and then press  button. 

- To connect to a computer, choose . 

- Press  buttons or turn the  dial to choose  

[Add a Device], and press  button. 

  



 

- Press  buttons or turn the  dial to choose a network 

(access point), and then press  button. 

 

- Press  button to access the keyboard, and then enter the 

password. 

 

- Press  buttons or turn the  dial to choose [Auto], 

and press  button. 

 

  



 

- Press  buttons or turn the  dial to choose the 

computer name, and then press  button. 

 

- If the computer is running Windows for the first time, users will 

need to install a driver. When the screen at below is displayed on 

the camera, click the Start menu on the computer, then click 

[Control Panel], and click [Add a device].  

 

Double-click the connected camera icon to install the driver. After 

driver installation is complete, and the camera and computer 

connection is enabled, the AutoPlay screen will be displayed. 

Nothing will be displayed on the camera screen. 

*If users use Macinstosh computer, please skip this step. 

 

 

 



 

4.7.5 Save images to a computer 

When sending images to a computer, use the computer instead of the 

camera. 

 When the camera is connected to the computer, the camera screen is 

blank. Display CameraWindow on the computer. *On Macintosh 

computer, CameraWindow is automatically displayed when a Wi-Fi 

connection is established between the camera and computer. 

 
 Click [Import Images from Camera], and then click [Import 

Untransferred Images]. Images will be saved to the Pictures folder on 

the computer, in separate folders named by date. 

 Click [OK] in the screen that is displayed after image import is 

complete. 

 

 *For other camera setup requirements, please refer to Canon EOS 

1300DCamera User Guide. 

  



 

Section 5 Operation Instructions 

 

 

Set up the runVIEW system for electrophoresis as described in Section C of 

the PROfessional runVIEW manual (manuals are available on request from 

info@carlroth.com and on the Internet next to the product description of the 

PROfessional runVIEW system, Art. No. 4849.1).  

 

Condensation caused by heat generated from the power supply or blue light 

illuminator is the biggest obstacle to successful gel visualisation and 

documentation both during and after electrophoresis.   

 

Accordingly, we recommend the application of the following extractor fan 

options during electrophoresis and afterwards for gel documentation. 

 

 

Option1: Using the runVIEW lid to view fluorescent stained gels in situ  

                 

                 

                 

                 

                 

                 

                 

                 

                 

                 

                 

           

a. Once the nucleic acid samples have been loaded (see runVIEW 

manual), put the lid on, connect the extractor fan cable to the rear of the 

runVIEW base unit and depress the mains power switch.  The 

extractor fan cable extends from the cowl appended to the runVIEW lid.  

 

A. Extractor fan with 

cowl 

B. Extractor fan and  

  power cables 
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b. Once the mains power switch is on, the fan will start automatically.   

During the electrophoretic run, fluorescent stained gels may be viewed directly 

within the gel tank with the extractor fan on (orange lid for red fluorescence, 

yellow lid for green fluorescence) by depressing  

the  button. 

This may be done either once to activate the blue light source for 10 seconds, 

to monitor the extent of band migration, or for at least 3 seconds to provide 

continuous blue light illumination and real-time visualisation of band migration. 

For well-lit areas, it may be necessary to use the runDOC dark-room hood as 

described in Option below. 

 

Option 2: Using the runVIEW lid as an emission filter to view fluorescent 

stained gels for gel documentation 

The runVIEW lid may be used as an emission filter for gel documentation using 

the runDOC dark-room hood.  This necessitates blue light excitation with the 

gel in situ within the tank and buffer.  Application of the extraction fan is still 

recommended. 

a. With the runVIEW lid extractor fan still on and connected to the base 

unit, carefully place the runDOC dark room directly over the runVIEW 

system.  N.B. The camera may be used to view the progress of 

electrophoresis as well for documentation. 

b. Ensure that the mouse-hole slots at the rear of the dark-room hood are 

aligned so that they fit comfortably around the mains power and 

extractor fan cable plugs connected to the rear of the base unit, as 

shown overleaf.  The electrode plugs may also remain inserted at the 

rear of the base unit to continue with electrophoresis.  

c. Make sure that the cowl from the runVIEW lid is in line with the extractor 

fan outlet at the rear of the dark-room cabinet so that condensation 

continues to be removed once the dark-room hood is in position. 

 



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

d. Switch on blue LED illuminator by depressing for at least 3 seconds  

the  button on the front panel of the runVIEW base unit.   

This will provide continuous blue light illumination.  

e. Switch on the camera to visualise the nucleic acid bands within the gel 

for gel documentation. 

 

  

 

Align mouse hole of dark 

room hood with extractor 

fan and mains power 

cables at rear of unit   

 

Reinsert the power cables if 

further electrophoresis is deemed 

necessary. The gel may be viewed 

through the camera with the blue 

LED switched on, if required.  



 

Option 3: Using the runDOC dark-room hood to view gels in situ within 

the ROTIPHORESE® PROfessional III tank (without the runVIEW lid) by 

using the runDOC yellow or orange emission filters. 

runDOC yellow and orange filters are provided as standard for visualisation of 

ROTI®Load DNAstain (yellow), SYBR (yellow) and ROTI®GelStain Red 

(orange), EtBr (orange) stained gels.  These filters are interchangeable 

and should only be used in lieu of the bluVIEW filter lid and not in 

addition to it.  Insert the filter into the emission filter slot just below the 

camera holder as shown in Step 3 Section 3.1. 

 

  

 

a. Press the start / stop button on the runVIEW front panel to switch 

off the power supply within the base unit.  Disconnect the red and 

black electrode cables at the rear of the base unit and remove the lid to 

expose the buffer and gel.  Put the lid to one side away from the 

immediate work area. 

b. With gel tank located on the base unit, connect the power cable from 

the fan on the runDOC dark-room hood to the fan power inlet at the rear 

of the base unit, just above the mains power cable.   

 

c. Ensure that the left-hand mouse-hole slot at the rear of the dark-room 

hood is aligned to fit comfortably around the mains power and extractor 

fan cable plugs connected to the rear of the base unit, as shown below.   

 

 

 



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

e. Switch on blue LED illuminator by depressing, for at least 3 seconds, 

the  button on the front panel of the runVIEW base unit.  This 

will provide continuous blue light illumination.  

f. Switch on the camera to visualise the nucleic acid bands within the 

gel for gel documentation. 

 

 

 

 

 

 

 

 

 

 

 

The fan cable at the rear 

of the runDOC may be 

unraveled from the reel, 

making it easier to locate 

the dark-room hood 

around the base unit.   

 

Align mouse hole of dark 

room hood with extractor 

fan and mains power 

cables at rear of unit   

 



 

Option 4: Using runVIEW as a blue light illuminator in tandem with the 

runDOC hood to image gels directly within the gel tray  

 

1. With runVIEW placed on an even bench surface, switch it on using the 

mains power button located at the rear of the base unit. 

2. Using gloved hands, place the gel tray containing the gel onto the 

platform within the base unit. Do not remove the gel tray, because the 

gel will then fall below the level of the blue LED and will therefore not 

be illuminated.  

3. Place the runDOC dark-room hood directly over the runVIEW base 

unit as described in Option 3. Application of the extractor fan on the 

dark-room hood is recommended to remove any condensation 

generated by the warm gel. 

4. Switch on the blue light by pressing the  button located on the 

front panel.  Depress the blue light button for at least 3 seconds for 

continuous illumination. 

5. Ensure that the correct emission filter is in position before switching on 

the camera to begin gel documentation. 

 

  



 

Section 6 Troubleshooting and Maintenance 

 

Many operating problems may be solved by reading and following the 

instructions in this manual accordingly. Some suggestions for troubleshooting 

are given below. If these suggestions fail to resolve the problem, contact our 

SERVICE DEPARTMENT for assistance. If troubleshooting service is required, 

please include a full description of the problem. 

Weak signals or no image 

1 Check the camera battery for power, recharging using the mains 

charger if necessary. 

2 Close aperture ring then reduce the aperture (F) value to increase 

amount of light entering the camera.  

Insufficient exposure time 

1 Increase the exposure time (“) to improve intensity of the signal. 

Encountering Problems 

1. Check the troubleshooting section. 

2. Call Technical Service or e-mail to info@carlroth.de  

3. If it is necessary to return unit for repair, please contact Carl Roth.  

The unit will be repaired and returned to you as quickly as possible. 

Maintenance 

Each runDOC system uses all solid-state components and should require no 

maintenance or recalibration under normal use. Cleaning should be restricted 

to application of a soft cloth.  Solvents should never be used.   

If the unit is to be returned for repair, please contact: info@carlroth.de  
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